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Abstract
The construction of multiple fluorescent nanosensors for intracellular studies is a challenging task because spectral overlap of
indicator probes can lead to cross-talk and mutual interference. This work describes biodegradable nanosensors that can simul-
taneously measure three intracellular parameters (temperature, pH and oxygen concentration). Bovine serum albumin (BSA) is
selected as the scaffold to construct the triple nanosensor by covalent immobilization four fluorophores on BSA. The following
luminophores were used: (a) fluorescein as a probe for pH values, (b) a platinum(II) porphyrin complex for oxygen; (c) a
europium(III) clathrate complex for temperature, and (d) a rhodamine B as a reference dye. The nanoparticles have a size of
20 nm and show excellent biocompatibility and good brightness. The nanosensors were used for ratiometric imaging of intra-
cellular pH values, oxygen and temperature in HeLa cells. The triple nanosensor responds reversibly and this can be used for real-
time tracing of these key parameters. Owing to their biodegradable feature, the use of this kind of triple nanosensor reduce the
stress on cellular activities because less nanosensors can be used to gather the total information.

Keywords Simultaneous imaging . Multiple sensing . Triple sensing . Nanosensors . Luminescence . Intracellular sensing .
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Introduction

Biological processes, including cell proliferation, apoptosis,
signaling, and endocytosis, are highly affected and regulated
by key physiological parameters, such as intracellular pH,
oxygen and temperature. For example, intracellular pH is
highly involved in adjusting hydrolase activity and proton-

involved reactions [1]. Molecular oxygen is one of the most
important food stuff for cells, and its concentration is closely
related to energy production [2]. A suitable temperature is
required to maintain chemical equilibrium of various endo-
thermic or exothermic processes. All these fundamental pa-
rameters are closely related to cell metabolism, and they are
strongly interconnected and interacted with each other [3]. A
slight change of one parameter leads to a series of syndromes
and cellular dysfunctions. This also results in changes in the
other two indexes. Abnormal temperature, for instance, may
cause inflammation of tissues [4], which is often accompanied
by tissue acidosis [5] and severe hypoxia [6]. Researches have
revealed that cancer cells can be characterized by their special
microenvironment caused by acidification [5, 7], hypoxia [8]
and higher temperature [7]. Therefore, simultaneous and ac-
curate measurements of intracellular pH, oxygen partial pres-
sure and temperature play important roles in understanding
cellular physiology processes, pharmacology andmetabolism,
which is extremely useful in diagnosis and therapy of major
diseases. Two reports on wearable and ingestible multiple
sensors for skin sweat analysis and gastrointestinal health
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analysis have shown the power of multiple sensing in health
care and diagnosis [9, 10].

Various methods are known for simultaneously measuring
multiple parameters, including microelectrodes [9, 10] and
optical sensors [11–13]. Compared with the relative large size
of microelectrodes, optical sensors have a unique feature that
they are capable to measure multiple parameters at the same
time, and more importantly, at the same site, while keeping
their compact size in the nanodimension. Their size can be
easily miniaturized into nanoscale to facilitate intracellular
applications. The use of nanosized multiple nanosensors
greatly reduces the amount of external materials that has to
be introduced into cells. Hence, the interference of foreign
materials to cellular activities and metabolism is minimized.
More importantly, highly integratedmultiple nanosensors pro-
vide not only greatly improved spatial resolution, but also the
opportunity to study intracellular events at subcellular level.

Driven by continuous innovation in new fluorescent
probes, optical nanosensors for a single parameter measure-
ment have been extensively developed, and their numbers are
still fast growing [14, 15]. Different kinds of single
nanosensors for pH and oxygen are available with distinct
sensitivity, measurement range and targeting capability [16,
17]. Some of them are even commercial-available, such as
mitoXpress etc. [16]. However, the development of multiple
nanosensors is not as simple as expected [18]. The success of
multiple planar sensors cannot be easily applied to the devel-
opment of nanoscale multiple sensors, mainly because of the
limited space of material at nanodimension. The integration of
multiple probes with different physiochemical properties onto
a single nanomaterial will either form aggregates to lose their
fluorescence, or cause severe signal cross-talk that significant-
ly complicates signal readout and data interpretation. The
physiochemical properties of luminescent probes should not
only match that of matrix material, but also fit that of the
analyte. Lipophilic probes for oxygen, for example, need to
be placed in hydrophobic materials with good gas permeabil-
ity. However, probes for temperature prefer to be embedded in
lipophilic materials without gas permeability to minimize
cross-talk to oxygen. Hydrophilic pH probes need to be
immobilized on sensor surface to facilitate diffusion of pro-
tons. The integration of these distinct features on the same
nanosensor has been proved to be challenging [3].Thus, the
development of multiple optical sensors at nanodimension is
still in its infancy and great efforts need to be devoted to push
the area forward.

Few, if any, literatures on simultaneously measuring intra-
cellular multiple parameters have been reported. Zhang’s
group reported a dual nanosensor for measuring intracellular
pH and temperature. A luminescent europium complex and
the pH-sensitive fluorescein were covalently labeled on a
temperature-sensitive polymer, P(NIPAAM-co-HEMA)-b-
PVP [19].The formed micelle showed obvious color and

fluorescence change when pH varying from 5.0 to 8.0, and
temperature from 15 to 45 °C. Another multiple sensor was
developed to measure intracellular pH and temperature simul-
taneously by Qian and coworkers [20]. A pH-sensitive probe
was labeled on a temperature-sensitive polymer poly (N-
isopropylacrylamide) to form spherical nanosensor. The dual
nanosensor measured pH in the range of 5–9 and temperature
from 25 to 37 °C. In the same year, we designed the first
ultra-small ratiometric nanosensor for measuring intracellular
pH and oxygen directly in the cytosol [3]. A Pluronic poly-
mer with unique structure was employed as matrix, which
formed a core/shell micelle structure in aqueous solution.
The core was hydrophobic that can be used for encapsulating
the lipophilic reference dye and the oxygen-sensitive probe.
The hydrophilic pH-sensitive indicator was covalently
immobilized on the hydrophilic shell. The nanostructure
was solidified by silica growth, and resulting nanosensor with
the size of only 12 nm. Owing to the unique nanostructure,
the nanosensor exhibited excellent sensitivity and good bio-
compatibility. Other dual nanosensors, including nanosensors
for pH and temperature [21], for pH and oxygen [8], for pH
and Cu2+, for pH and O2

•- [22], for Fe2+ and Cu2+ [23], for
pH and hydrogen peroxide [24], and for glucose and hydro-
gen peroxide [25] were also developed. However, unlike film
based sensors which are capable of simultaneously measuring
three or four parameters [26, 27], nanosized sensors for intra-
cellular multiple sensing do not cross the obstacle of measur-
ing more than two parameters at the same time. This is main-
ly because more than four different kinds of luminophores
need to be immobilized on a single particle, while still keep-
ing their luminescence, maintaining good brightness, and
retaining their compact size. Signal readout would be com-
plicated by cross-talking, Förster resonance energy transfer
(FRET) pair, self-quenching and spectral overlap. In addition,
temperature sensing and compensation are mandatory for
multiple sensing, because the luminescence of luminophores
is influenced by temperature [17]. In addition, intracellular
uneven temperature distribution [28, 29] leads to measure-
ment inaccuracy.

Herein, we report quadruple-fluorophore-labeled serum al-
bumins as triple nanosensors for simultaneously imaging in-
tracellular pH, oxygen and temperature. The nanosensors ex-
hibit good biocompatibility and are biodegradable, which en-
dows them suitable for intracellular studies without severely
interrupting normal cellular activities. The triple nanosensors
are constructed using serum albumins as building blocks.
Native bovine serum albumins were modified with amino
groups to increase the number of amino groups on protein
surface. The reactive amino groups on protein surface were
then covalently labeled with four fluorophores, which forms
the triple nanosensors. Fluorophores were carefully selected to
prevent self-quenching, and signal cross-talking. All three pa-
rameters were measured in referenced mode, which greatly
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enhances the precision and accuracy of intracellular measure-
ments. The influences of cellular autofluorescence and system
alignment have been greatly suppressed. Results show the
nanosensors have good responses to dissolved oxygen, pH
and temperature in the physiological range, which is benefi-
cial for intracellular studies. These nanosensors have been
proved to be biodegradable, and can be easily taken up by
cells via endocytosis. The triple nanosensors can be directly
used for sensing and imaging intracellular oxygen, pH and
temperature values.

Experimental section

Materials

Bovine serum albumin (BSA), MOPs sodium salt (NaMOPs),
Glucose oxidase, Hank’s balanced salt solution, minimum es-
sential medium eagle, penicillin-streptomycin solution, L-
glutamine solution and Minimum Essential Medium Eagle
(MEM) nonessential amino acid solution (100X) were bought
from Sigma-Aldrich (www.sigmaaldrich.com). Fluorescein
isothiocyanate (FITC, mixture of 5- and 6- isomers) and rho-
damine B isothiocyanate (RBITC) were purchased from
Heowns (www.heowns.com). Pt (II) meso-tetra (4-
carboxyphenyl) porphine (PtTCPP) was bought from J&K
Chemical (www.jkchemical.com). The Eu clathrate (Na2
(EuC34H33O14N10)) was received as a gift from Dr. Qi Wang
in University of Turku (Finland). Ethylenediamine
dihydrochloride (EDA), N-hydroxysuccinimide (NHS), 1-(3-
dimethylaminopropyl)-3-ethylcarbodimide hydrochloride
(EDC), glucose, fluorescamine and Coomassie blue were
obtained from Tokyo Chemical Industry (www.tcichemicals.
com). Sephadex G-50 and nigericin were bought from
Yuanyebio Co., Ltd. (www.shyuanye.com, Shanghai,
China). Fetal bovine serum was purchased from Tianhang
Biotechnology Co., Ltd. (www.hzsjq.com, Hangzhou,
China). Phosphate buffered saline (PBS) with pH in the range
of 7.2–7.4 was bought from BBI Life Sciences (www.bbi-
lifesciences.com, Shanghai, China). Trypsin was purchased
from Thermo-Fisher under the brand Gibco (www.
thermofisher.com). CCK-8 Cell Counting Kit was purchased
from Dojindo (www.dojindo.cn). Cell imaging and viability
tests were performed in living HeLa cells. All chemicals were
used as received without further purification, and all solutions
were prepared using deionized distilled water.

Preparation of cationic BSA (cBSA)

BSA has limited free amino groups on its surface. In order to
create more reactive amino groups to facilitate fluorescent
probes labeling, BSA was modified using EDA to give cat-
ionic BSA, which is denoted as cBSA later on. A degassed

EDA solution (2.5 mol·L−1) was prepared by dissolving EDA
(4.99 g, 37.5 mmol) in 15 mL of deionized distilled water,
followed by adjusting solution pH to 4.75 and degassing un-
der vacuum for 30 min. Then BSA (150 mg, 2.26 μmol) was
dissolved in the degassed EDA solution under stirring. The
modificationwas initiated by addingEDC (766.8mg, 4mmol)
in the above solution and the mixture was stirred for 75 min.
Finally, acetate buffer (1.0 mL, 4.0 mol·L−1, pH 4.75) was
added to quench the reaction. The cBSA was isolated using
an ultrafiltration tube (type Vivaspin 20) with centrifugal force
at 6000 g for 40 min, followed by washing steps using deion-
ized distilled water. The washing and centrifugation processes
were repeated 6 times to remove unreacted chemicals, and the
cBSA was diluted to 10 mL in deionized distilled water and
stored at 4 °C.

Synthesis of the multiple nanosensor

The cBSAwas further labeled with four different fluorophores
to construct the triple nanosensor for oxygen, pH and temper-
ature. The labeling made use of amino groups on cBSA to
react with NHS-activated dyes and dyes with reactive isothio-
cyanate groups. The oxygen-sensitive probe PtTCPP and the
temperature-sensitive europium complex possess carboxyl
groups in their chemical structures, which was activated via
the EDC-NHS approach. The NHS-activated dyes can be eas-
ily labeled on cBSA surface by forming covalent bonds.
Typically, PtTCPP (20 μL, 3.75 mmol·L−1, 75 nmol) and the
Eu clathrate (15 μL, 2.22 mmol·L−1, 33.3 nmol) were activat-
ed by reacting with EDC and NHS for 1.0 h and 4.0 h respec-
tively. The NHS-activated dyes were added into a mixture
containing cBSA solution (250 μL, 12 mg·mL−1), phosphate
buffer (250 μL, pH 8.0), and RBITC solution (20 μL,
10 mmol·L−1 in DMF, 200 nmol). The mixture was protected
from light, and put on an IKA trayster rotator for 2.0 h. Then
FITC solution (5 μL, 1.0 mmol·L−1 in DMF, 5.0 nmol) was
added, and the solution was further rotated for 24.0 h.
Afterwards, the solution was centrifuged at 10 000 g for
10 min to remove large aggregates. The solution was purified
using a Sephadex G-50 column to remove unbounded dyes
and unreacted chemicals. The purified solution was concen-
trated in vacuum to a concentration of 650 μg·mL−1. The
nanosensor suspension was placed in dark and stored at
4.0 °C before use.

Biodegradation of the nanosensor

The sodium dodecyl sulfate polyacrylamide gel electrophore-
sis (SDS-PAGE) was used to analyze the biodegradation of
BSA, cBSA and the triple nanosensor. In brief, 1 μL of trypsin
(0.1 mg·mL−1) was added to 9.0 μL of samples and incubated
at 37 °C for indicated time periods. To deactivate trypsin pro-
tease, 3 μL of 5x SDS loading buffer was added to the mixture
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and boiled for 9 min. All samples were then analyzed on SDS-
PAGE and stained with Coomassie blue. The concentration of
BSA and cBSAwere both at 500 μg·mL−1, and the solution of
the triple nanosensor was also diluted to about 500 μg·mL−1.

Cell culture and fluorescent imaging

HeLa cells were purchased from the Cell Bank of Chinese
Academy of Sciences (Shanghai, China), and were cultivated
at 37 °C in an atmosphere containing 5% CO2. The culture
medium contained 87% Minimum Essential Medium Eagle
(MEM, Sigma Aldrich), 10% fetal bovine serum (FBS), 1%
MEM nonessential amino acid solution (100X), 1%
Penicillin-Streptomycin and 1% L-Glutamine solution. For
intracellular imaging, HeLa cells were incubated with
nanosensors suspension (typically 160 μg·mL−1) for 4.0 h,
and then washed using Hank’s balanced salt solution to re-
move free nanosensors in the culture media. These cells were
then imaged using the microscope.

For intracellular measurement of temperature, HeLa cells
loadedwith nanosensors were firstly equilibrated for 10min at
temperatures from 30 °C to 40 °C using a circulating water
bath (Huber CC-6, Germany). Then cells were imaged on the
fluorescence microscopy with filter set for Europium com-
plex. Luminescence lifetime was measured using the
FLS1000 fluorometer (Edinburgh, UK). For intracellular pH
imaging, HeLa cells loaded with nanosensors were incubated
in a high K+ buffer (130 mmol·L−1 KCl, 10 mmol·L−1 NaCl,
1 mmol·L−1 MgSO4, 10 mmol·L−1 NaMOPs) at various pH of
4, 6 and 9, together with 10μg·mL−1 of nigericin for 15min to
adjust pH. Then the cells were imaged on the fluorescence
microscopy with filter sets for FITC and Rhodamine. For in-
tracellular oxygen response study, 20 μL of glucose and
20μL of glucose oxidase were added to HeLa culture medium
to consume oxygen, and the luminescence intensity change of
PtTCPP were recorded using the fluorescence microscope.

Cell viability test

HeLa cells with a density of 1 × 104 cells/well were seeded on a
96-well plate, and incubated overnight in MEM media. Then,
the triple nanosensors were added at various concentration from
0 to 325 μg·mL−1. After another 24 h incubation, the cytotox-
icity of nanosensor was evaluated using CCK-8 Cell Counting
Kit. A multitier plate reader (Biotek Synergy H1) was used for
measuring absorbance at 450 nm (absorbance of living cells)
and 650 nm (absorbance of background) for reference.

Instrumentation and characterization

Zeta potential measurements were performed on a Malvern
Zetasizer Nano-ZS at 25 °C. The transmission electron micros-
copy (TEM) image of the nanosensor was obtained using a

Tecnai G2 F20 S-Twin TEM. The atom force microscopic
(AFM) measurement was performed on a Bruker Edge in the
tapping mode at room temperature. All fluorescence spectra
were recorded on a fluorescence spectrophotometer (Hitachi
F-7000, Japan). Lifetime measurements were performed on a
photoluminescence spectrometer (Edinburgh FLS 1000,
United Kingdom). Synthetic gas at a given oxygen concentra-
tion was obtained by mixing different volumes of nitrogen and
oxygen. The gas flow rates were controlled by two gas-flow
meters from Vögtlin (Switzerland). Temperature was precisely
adjusted and controlled using a circulating water bath (Huber
CC-6, Germany). Intracellular images of the nanosensors were
acquired using an inverted fluorescence microscope (Leica
DMi8, Germany). The information of filter set for cell imaging
was listed in Table S1 in the supplemental material.

Results and discussion

Serum albumin is essential to maintain the oncotic pressure
needed for proper distribution of body fluids between blood
vessels and body tissues. Native bovine serum albumin pos-
sesses around 60 accessible primary amino groups, which
can be directly explored for dye labeling [30]. In order to
enhance the brightness of dye-labeled BSA, Weil and co-
workers developed modified BSA species using EDA, and
created cationic albumin protein that possesses as many as
147 primary amino groups on its surface [30]. During the
modification, the molar ratio of EDA to protein was con-
trolled at more than 15 000:1 to prevent protein cross-
linking. The new cBSA has been proved to be one of the
most efficient and stable transfection agents for DNA and
drug delivery [31]. We envisioned that the increased number
of primary amino groups on albumin protein surface can be
explored for labeling different fluorescent dyes, and create
multiple sensors for intracellular study.

Sincemodified cBSA has a hydrodynamic radii at 7.1 nm in
aqueous solution [30], the selection of fluorescent probes be-
comes essential to prevent signal cross-talking, and maintain
good brightness at the same time. First, all dyes need to have
good stability in aqueous solution to prevent protein precipita-
tion after labeling. Second, they should exhibit high brightness
in fluorescence imaging at microscopic level. Third, the indi-
cator dyes should have distinct excitation and emission spectra
so that no signal cross-talking happens. A careful screening of
suitable probes for pH, oxygen and temperature resulted in the
following dyes (as shown in Scheme 1): FITC was selected as
the pH-sensitive probe since its pKa at 6.5 matches well with
the physiological pH range. The water-soluble platinum por-
phyrin PtTCPP was used as an oxygen indicator, because of its
long lifetime and high sensitivity in the range of 0–10.0 mg·
L−1 dissolved oxygen [32]. Its sharp emission peak at 663 nm
separates well with other fluorophores. A stable and water-
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soluble europium clathrate with extremely sharp emission peak
at 617 nm and long decay time (in millisecond range, Fig. S1)
was chosen as the temperature probe. The long phosphorescent
lifetime of PtTCPP and Eu clathrate enables lifetime based
measurement which offers high accuracy and low interference
from external source, since phosphorescent lifetime is an in-
trinsic physical property of luminophores, and is independent
with microenvironment and other external factors [17, 33]. The
pH indicator possesses short lifetime in nanosecond range, and
is difficult to be measured precisely. Thus, a reference dye,
Rhodamine B, emitting at 574 nm was selected to form a
ratiometric sensor for pH measurement. The introduction of
the reference dye enables ratiometric readout of the signal,
which avoids the influence of autofluorescence and fluctuation
of light source, system alignment and local probe concentra-
tion and distribution [4, 8]. All the fluorescent probes were
chosen in such a way that there is no spectra or lifetime overlap
for pH, oxygen, and temperature measurement, which not only
prevents signal cross-talking, but also makes signal readout
and analysis simpler (as shown in Fig. S2).

In order to increase the number of surface reactive groups
on native BSA, EDA was used to convert the surface free
carboxyl groups into amino groups. The cationic BSA
showed an increased number of amino groups as quantified
using fluorescamine method (Fig. S3). Zeta potential

measurements of BSA and cBSA revealed that surface
charge was changed from −12.8 mV of BSA to positive
12.4 mV after EDA modification, indicating the success of
converting surface carboxyl groups into positively-charged
amino groups. The labeling of three indicator dyes and the
reference dye on cBSAwas straightforward. PtTCPP and the
Eu clathrate bearing carboxyl groups were firstly activated
via EDC-NHS approach to form NHS ester, which were
then reacted with amino groups on the surface of cBSA to
form stable covalent bonds. The pH-sensitive probe FITC
and the reference dye RBITC have reactive isothiocyanate
groups in their chemical structures, which react directly with
amino groups to form stable chemical bonds (Scheme 1).
All four dyes were then labeled on cBSA via a one-pot
reaction. After labeling, the solution was firstly centrifuged
to remove large aggregates, and then unlabeled dyes and
unreacted chemicals were removed using size exclusion
chromatography. The nanosensor suspension is a clear and
transparent pink solution (Fig. 1a, left), which proves the
good dispersity of nanosensor in water. When a red laser
beam was shined onto the solution, the typical Tyndall effect
was observed (Fig. 1a, right), which confirms the formation
of colloidal nanosensors. TEM image with inverse protein
staining shows that the nanosensor has a diameter of ~20 nm
(Fig. 1b), which is also confirmed by AFM data (Fig. 1c).

Scheme 1 Scheme of synthetic steps for the triple nanosensor. PtTCPP and Eu clathrate were activated via the EDC-NHS approach to form active NHS-
ester, and all four dyes were labeled on the cationic BSA surface via a one-pot reaction
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The relative large size of nanosensors may be attributed to
the cross-linking of BSA during cationic modification.

The nanosensors were then tested for their responses to
temperature, pH and oxygen. When the nanosensor suspen-
sion was excited at 400 nm, it emitted at three major wave-
length peaked at 518 nm, 574 nm, and 663 nm (as shown in
Fig. 1d), corresponding to the emissions of Fluorescein,
Rhodamine and PtTCPP. Since the Eu clathrate is not effi-
ciently excited at this wavelength, its emission peak at
617 nm is not very strong (a small shoulder peak in Fig. 1d).
However, once excited at shorter wavelength (such as
337 nm), the emission of Eu clathrate becomes much stronger
(Fig. S4). Simultaneous observation of four emission peaks
confirms the successful labeling of four dyes on cBSA.

Since luminescence of any fluorophores are somehow in-
fluenced by temperature [17], the triple nanosensor was firstly
subjected for temperature measurement. Some researchers
have revealed the heterogeneous distribution of heat inside
cells, which provides vital information of intracellular activity
and functionality [28, 29]. The Eu-clathrate possesses long
luminescent lifetime in millisecond range, which enables the
sensing of temperature based on self-referenced lifetime

measurement. As shown in Fig. 2a, once excited at 337 nm,
the luminescence lifetime of the Eu-clathrate decreases linear-
ly when temperature rising from 30 to 60 °C. Fig. S5 and S6 in
the supplemental material shows the influence of pH and ox-
ygen on the temperature measurement. It is clear that the
emission of Eu-clathrate is not influenced by either pH or
oxygen variation.

The response of the nanosensor to pH was studied in pH
buffer solutions with known pH in the range of 4.0–8.0. As
shown in Fig. 2b, once excited at 480 nm, the emission of
FITC peaked at 518 nm increased gradually with increasing
pH. In contrast, the rhodamine emission at 574 nm only shows
slight changes. The reference dye Rhodamine B does not have
pH response in the tested pH range (Fig. S7), the change in
fluorescence intensity is mainly due to the spectra overlap of
FITC and Rhodamine B or the possible FRET. The intensity
ratio at 518 nm and 574 nm correlated well with the solution
pH as shown in Fig. 2c. This ratiometric readout can signifi-
cantly cancel out major influences of light source and sensor
uneven distribution. The sensor exhibits high measurement
precision as shown in Fig. 2c with small error bars. The pKa
of the nanosensor is 6.1, which matches well with

Fig. 1 a Suspension of
nanosensors in water (left) and the
Tyndall effect (right); b TEM im-
age of the nanosensors, showing
their average diameter is ~ 20 nm;
c AFM image of the nanosensors
on the silicon wafer, and the insert
shows the diameter of the
nanosensor; d Emission spectra of
the nanosensor excited at 400 nm.
Four luminescence peaks at
518 nm, 574 nm, 617 nm and
663 nm confirm successful label-
ing of four fluorophores on cBSA
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physiological pH range. The most sensitive pH range is 5.0–
7.5, which is suitable for intracellular study as it covers the
most useful range of intracellular pH. In order to compensate
the influence of temperature variation on pH sensing, the cal-
ibration plots of the nanosensor at different temperatures were
studied in details. As shown in Fig. 2d, the variation of tem-
perature presents significant influences on both the pKa and
calibration plots for pH sensing. By applying calibration plots
at different temperature, pH are measured ratiometrically with
the compensation of the influences of temperature. In addi-
tion, the influence of oxygen concentration on the pH re-
sponse of nanosensors was studied. The result shown in Fig.
S8 in the supplemental material suggests that the variation of

oxygen concentration has ignorable influence on the pH mea-
surement, which proves that the nanosensors do not have
cross-sensitivity to the other analyte.

Subsequently, the response of the nanosensor to oxygen
was studied. As shown in Fig. 2e, when excited at 404 nm,
the luminescence of PtTCPP at 663 nm was quenched effi-
ciently by molecular oxygen. There is a relationship between
I0/I and O2 concentration, which can be fitted according to the
Stern-Volmer equation (Fig. 2f). There is a nearly linear rela-
tionship between oxygen concentration and the intensity ratio
in the range of 0.4 to 8.0 mg·L−1 dissolved oxygen. More
importantly, the oxygen-sensitive probe PtTCPP has a long
lifetime in microsecond range (52 μs in oxygen-free solution)

Fig. 2 Calibration plot of Eu
clathrate lifetime to temperature
(a), emission spectra (b, e) and
calibration plots (c, f) of the
nanosensor at different pH (b, c)
and different concentration of
oxygen (e, f), and pH calibration
plots at different temperature (d);
The nanosensors were excited at
337 nm, 480 nm and 404 nm for
temperature, pH and oxygen
sensing, respectively
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[34], and the oxygen concentration can be measured via the
self-referenced lifetime measurement without the need of a
reference dye. Cross-sensitivity test shown in Fig. S9 in the
supplemental material reveals that the variation of pH does not
influence oxygen sensing. However, similar to pH sensing, the
variation of temperature influences oxygen sensing, and its
effects can be compensated by applying calibration plots at
different temperatures. All these results prove that the three
parameters can bemeasured accurately and separately without
worrying about signal cross-talk.

Before applying the triple nanosensor for intracellular
study, their biocompatibility was studied based on cell viabil-
ity test using CCK-8. The nanosensors were incubated with
HeLa cells for 24 h. After removing free suspended
nanosensors in cultivating media, the solution of CCK-8 cell
viability test kit was added, and its characteristic absorption at
450 nm was measured to calculate the viability of cells after
incubating with nanosensors. As shown in Fig. S10, there is
no significant decrease in cell viability, even when the con-
centration of nanosensors reaches up to 195 μg·mL−1. When
the nanosensor concentration increases to 260 μg·mL−1, the
cell viability remains at approximately 80%, which proves the
low cytotoxicity and good biocompatibility of the nanosensor.

The nanosensors were further tested for their biodegradable
capability. Trypsin protease was chosen to digest the
nanosensors. The digested samples were analyzed using
SDS-PAGE and stained with Coomassie blue. As shown in
Fig. S11, before adding trypsin, BSA, cBSA and the triple
nanosensor all present obvious bands at around 60 kDa,

indicating the intact protein before digestion. After adding
concentrated trypsin protease, cBSA and the triple nanosensor
are hydrolyzed quickly, even at the first ten minutes. BSA
shows relatively slow hydrolysis at the same condition, and
the reason for the accelerated hydrolysis of cBSA and the
triple nanosensor is unknown.

Owing to their good biocompatibility and biodegradability,
the nanosensor was finally subjected to measure temperature,
pH and oxygen inside HeLa cells. After incubating the
nanosensors with HeLa cells, free nanosensors suspended in
the culture media were washed for several times, and cells were
imaged on the fluorescence microscope. However, due to the
strong adsorption of serum to the culture dish, free nanosensors
cannot be completely removed by repeated washing as shown
in Figs. 3 and 4. As shown in Fig. 3, the nanosensors were
efficiently taken up by HeLa cells. The fluorescence images
of each dye were recorded using the corresponding filter set
and displayed in Fig. 3 with pseudo color. The green channel
represents the fluorescence of FITC, magenta for RBITC, red
for the Eu clathrate, and yellow for PtTCPP. From the overlay
image, it is clear that all images of four dyes overlapped very
well with each other, further proving that all four dyes were
successfully labeled on the same cBSA protein. The
nanosensors were taken up by HeLa cells via endocytosis.
The small size of 20 nm and cationic-charged surface promote
the interaction between nanosensors and membranes of HeLa
cells [35]. Because of their small size, these sensors are very
useful tools to study intracellular activities at the very same site,
and with high spatial resolution.

Fig. 3 Bright field and fluorescence microscopic images of HeLa cells
incubated with nanosensors; The images are presented in pseudo color:
green color for the fluorescence of FITC, magenta for RBITC, red for the
Eu clathrate and yellow for PtTCPP; The overlay image shows all

luminescence from four dyes located exactly at the same site, indicating
successfully labeling of four dyes on the same BSA protein; Scale bar:
20 μm
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At last, the nanosensors were challenged for their real-time
responses to variations of temperature, intracellular pH and
oxygen concentration within HeLa cells. The intracellular
temperature was adjusted using a circulation bath with precise
temperature control. The microscopic images and lifetime of
HeLa cells with internalized nanosensors at different temper-
atures are shown in Fig. 4a, b. It is obvious that the lumines-
cence intensity of Eu-clathrate decreases at elevated tempera-
ture. The long luminescent lifetime and good brightness of the
dye inside cells enable measuring intracellular temperature
based on lifetime measurement (Fig. 4b).

Sensing intracellular pH variation was conducted by ma-
nipulating intracellular pH values using nigericin and potassi-
um rich buffers at different pH. As shown in Fig. 4c, the
fluorescence of FITC (the green channel) enhanced with in-
creasing pH, and that of RBITC remained almost the same.
Their luminescence ratio can be explored for measuring intra-
cellular pH. Due to the different bandpass width and excitation
light source between fluorescence spectrophotometer and
fluorescence microscope, the calibration plot of the
nanosensors at different pH was measured again on the fluo-
rescence microscope. As shown in Fig. S12, the fluorescence

Fig. 4 Intracellular responses of the nanosensors in HeLa cells to
temperature (a), pH (c), and dissolved oxygen concentration (d)
variation; the lifetime of the Eu clathrate in nanosensors internalized
HeLa cells at different temperature was measured by Edinburgh FLS

1000 (b); intracellular oxygen concentration were analyzed using free-
software Image-J (e); These images are represented in pseudo color: green
for FITC, magenta for RBITC, red for the Eu clathrate and yellow for
PtTCPP; Scale bar: 20 μm
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intensity ratio of FITC and RBITC shows similar relationship
to that measured by the fluorescence spectrophotometer.

The response of the nanosensors to oxygen was also stud-
ied intracellularly. A hypoxia extracellular environment was
created by consuming dissolved oxygen in the media using
glucose and glucose oxidase. As shown in Fig. 4d, at the first
10 min, when dissolved oxygen was consumed, the lumines-
cence intensity of PtTCPP increased overtime. After 10 min,
glucose in the media was consumed completely, and molecu-
lar oxygen in the air was dissolved in the media again, so the
luminescence intensity decreased again. The measurement of
dissolved oxygen concentration (Fig. 4e) clearly shows its
concentration firstly decreased below 6.0 mg·L−1, and then
completely recovered back to around 8.0 mg·L−1. All these
results prove that the nanosensors simultaneously and revers-
ibly measure intracellular temperature, pH and oxygen con-
centration variation in real time.

Conclusion

We have developed a good biocompatible and biodegradable
multiple nanosensor based on serum albumin protein. By
modifying the serum albumin protein with more amino
groups, four different fluorophores are successfully labeled
on one protein to construct a triple nanosensor for measuring
intracellular pH, oxygen and temperature simultaneously.
Because of the careful selection of fluorophores, there is no
signal cross-talking during the three parameters sensing,
which significantly simplifies signal analysis and data inter-
pretation. The triple nanosensor shows good sensitivity and
suitable measurement range, which matches well with physi-
ological intracellular values. More importantly, the triple
nanosensor exhibits good biocompatibility and is biodegrad-
able, which endows it as an ideal candidate for intracellular
sensing and imaging. The nanosensors are finally incubated
with HeLa cells, and they can be taken up by HeLa cells via
endocytosis. The nanosensors inside HeLa cells show obvious
responses to temperature, pH and oxygen change, respective-
ly. Owing to the good biocompatibility, sensitivity, and bright-
ness, and the biodegradable property, this triple nanosensor
will be a useful tool to study intracellular events at high spatial
resolution. The only limitation of the triple nanosensor for
intracellular studies is the requirement of UV excitation for
temperature sensing, and the biomatter will create strong au-
tofluorescence to interfere temperature measurement. This im-
perfection can be easily solved by either phosphorescent life-
time imaging or synthesizing long-wavelength excitable dyes.
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